[Control of the radiation protection of medical personnel during transcutaneous nephro-ureterolithotomy].
The authors describe methods to ensure radiation safety of medical personnel, used in transcutaneous nephro-ureterolithotomy. The results of measurements of an exposure dose rate and calculations of an equivalent dose are presented. They do not exceed standard maximum permissible doses.